TEST CERTIFICATE

IndependenUy tested by

(2 \alrm|d

healthgroup

airmidhealthgroup.com

The following products have been tested by airmid healthgroup Itd as outlined in report(s)

ASCR092102v2
Product Description AeraMax Pro AM lII
Manufacturer Fellowes
Certificate Number AHGC: 92102/15/05/08/2080/01
Validation Period 1 Year
Outline of Test Method Determination of removal efficiency of Influenza

A (H1N1) following aerosolisation ofithe virus into a
20 m? environmental test chamber.
Additional SKUs AeraMax Pro AMIII3, AM3 PC, AM3S PC
AeralMax Pro AMIV, AMIVS, AM4 PC, AM4S PC
RESULTS

The Fellowes AeraMax Pro has been shown to remove 99.9% of airborne virus within 35
minutes of operation

Influenza A percentage reduction over time with and without
the AeraMax PRO AM Iil Air Purifier operating.*
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*Results represent the average of n=3 runs. Device settings A: ionizer ON and filter
low spe i tting B: ionizer off and filter at low speed; device setting C

p
ionj at high speed.
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